
V.P. Test-Reagent

Kit used for the execution of Voges-Proskauer test.

• CONTENTS

Alpha naphthol Reagent  5 x 10mL

NaOH 40% Reagent 5 x 10mL

1 Instruction sheet

Storage condition : Store at 2 - 6 °C
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• INTERPRETATION

The V.P. Test-Reagent is performed on cultures dissolving a pure culture in a tube of MR-VP Broth (MB-

M1032). Voges-Proskauer reaction distinguishes organisms that ferment glucose to acids from those that

ferment to acetoin (2-3 butilenglicole fermentation). After 48 hours incubation, Alpha naphthol Reagent and

NaOH 40% Reagents are added to sample. Positive reaction to Voges-Proskauer test is highlighted by the

formation of a red coloration obtained from acetyl-methyl-carbinol oxidation in the presence of alkali and

oxygen.

• QUALITY CONTROL FOR USE

Microorganism
V.P. Test-

Reagent

Enterobacter cloacae ATCC 7256 +

Enterobacter aerogenes ATCC 13048 +

Klebsiella pneumoniae ATCC27736 +

Escherichia coli ATCC 25922 -

Citrobacter freundii ATCC 8090 -

• PROCEDURE

1. V.P. Test-Reagent is performed on 48 hours incubation at 35 ± 2℃ cultures prepared dissolving a pure

culture in a MR-VP Broth (MB-M1032) tube, suitably prepared.

2. Add 3 drops of Alpha Naphthol Reagent and 2 drops of NaOH 40% Reagent to 3ml of broth culture.

3. A positive response is given by the development of a red coloring after 15 minutes up to 1 hour from the

addition of the reagents.

• STORE

Store V.P. Test-Reagent at 2 - 6°C away from light in its original package, until the expiry date shown on the

label. Keep away from sources of heat and avoid excessive changes of temperature. Do not use after expiry

date. Dispose of them if they show signs of deterioration. Eliminate if signs of deterioration or contamination

are evident.

Appearance : Reagent A - clear

Reagent B - clear

Color : Reagent A - colorless to mauve

Reagent B - colorless

Incubation conditions : 35 ± 2℃ / 48 hours

after addition of the reagents, room temperature / 15 minutes up to 1 hour

E. cloacae E. aerogenes K.pneumoniae E.coli C.freundii



KisanBio Co., Ltd. 

YangJaecheon-ro 31-gil-11, SeoCho-Gu, Seoul #137-890 Korea

TEL: 82-2-529-2282  FAX: 82-2-529-2284  www.kisanbio.com

B
io

c
h

e
m

ic
a
l k

it

Cat. No : MB-80280

V.P. Test-Reagent

Reagent A [5 x 10mL]

Reagent B [5 x 10mL]

• PACKAGE
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• PRECAUTION

The package of V.P. Test-Reagent does not contain substances classified as hazardous under current

legislation. The kit is used only for diagnostic use in vitro. After use, V.P. Test-Reagent and the material that

comes in contact with the sample must be decontaminated and disposed in accordance with the techniques

used in the laboratory for decontamination and disposal of potentially infectious materials.


